
LAB PROCEDURE
Procedure for pH Determination

EQUIPMENT REQUIRED:
pH Meter
100 ml beaker
pH 7.00 buffer solution
pH 4.00 buffer solution

PROCEDURE: 
The pH meter must be calibrated every morning at pH 4.00 and 7.00.1. 
To read pH on wine, juice and concentrate, place about 60 ml of sample in a clean 100 ml beaker.  Place 2. 
the pH probe in the beaker and press the measure button.  Wait for the meter to display “Ready”.  Then 
read the pH meter digital screen and record.
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